Abstract: Germanosilicate glass microcantilevers are fabricated featuring an integrated Fabry-Pé rot interferometer. Direct UV writing of single-mode planar waveguides and Bragg gratings is combined with physical micromachining, using a precision dicing saw, to realize glass microcantilevers on a silicon platform. The device presented here has a wavelength shift force sensitivity of 330 nm/N, which is calibrated using a surface profilometer measurement and is an order of magnitude better than current state-of-the-art Bragggrating-based sensors. The device also shows an approximately tenfold increase in amplitude modulation compared with a similar device architecture utilizing a single Gaussian-apodized Bragg grating. By forming the Fabry-Pé rot cavity around the point of greatest strain, we reduce the unwanted effects of grating chirp as the cantilever is deflected and relate the performance to a mechanical model that relates cavity phase shift to deflection.
Introduction
Microcantilever structures have proven useful for miniaturized sensing devices with applications ranging from detection of chemical and biological analytes to sensing changes in the physical environment. Cantilever deflection is commonly sensed by either electronic or optical means. While electronic detection is most common (e.g., MEMS), optical approaches are also widely used; these include free-space optics, e.g., atomic force microscopy (AFM) and waveguide-based sensors [1] - [3] . Both electronic and optical cantilever deflection interrogation methods have associated benefits and limitations. Electronic interrogation is cost effective and well established; however, it cannot be used in areas of strong EM fields or in hazardous environments where there are ignition risks. Conversely, fiber optic interrogation can work in extreme environments and can be used over large distances for undersea hydrophone systems [4] . A general weakness with optical sensor systems employing free-space components is alignment and stability [3] . Waveguide-based cantilever devices offer the high sensitivity of free-space optics but without the regular need for realignment; such devices are regularly reported using fibers. Bragg gratings are often inscribed in fibers to allow deflection detection, but the sizes of these cantilevers are typically on the scale of centimeters [5] . A micrometer-scale fiber-based design, where cantilevers are fabricated from the facet of the fiber, has been shown to achieve sensitivities comparable to those of commercially available instruments [6] . While fibers are an attractive route for single-cantilever devices, it is difficult to have multiple cantilever components integrated on a single device. Integrated optics offers a route to realize multiple cantilevers on a single chip.
Our approach to creating silica-on-silicon-chip-based germanosilicate glass microcantilevers [7] is based on a combination of direct UV writing, precision physical micromachining, wet etching, and yield devices, as seen in Fig. 1(a) . These glass cantilevers combine integrated optics within a micrometerscale beam creating a microoptomechanical system (MOMS). These techniques allow rapid prototyping of silica MOMS cantilevers with a variety of lengths and widths integrated with single-mode low-loss waveguides and Bragg gratings within the telecommunications C-band (1525-1565 nm) [7] .
In previous work, we reported optical measurements of single Bragg gratings to interrogate the cantilever's mechanical damping coefficient [7] ; this paper focuses on Fabry-Pé rot cantilever interrogation. This device takes advantage of spectrally matched Bragg gratings within the bulk chip and cantilever to form a Fabry-Pé rot interferometer. An induced deflection of the cantilever will result in a linear strain along its length. By incorporating a waveguide within the cantilever, an optical phase change occurs upon strain. In this instance, phase change is sensed interferometrically between a pair of Bragg gratings G1 and G2, allowing the mechanical flexure of the cantilever to be investigated. This is illustrated schematically in Fig. 1(b) , where Bragg grating G1 resides in the cantilever, and Bragg grating G2 is within the bulk chip.
In order to develop understanding of these devices, it is necessary to investigate both the structural mechanics of the microcantilevers and interactions of the strain field with the optical phase-shift properties that determine the Fabry-Pé rot response. Within this work, coupled-mode theory (CMT) is used to fit the spectral response of the Bragg grating cavity when subjected to an applied point force along the cantilever. The reason for using CMT is that it fully describes the spectral features caused by the complicated interplay between the Bragg grating Fabry-Pé rot and the cantilever geometry. By creating a Fabry-Pé rot structure, we take advantage of sharp spectral fringes that can be achieved when high-reflectivity reflectors are used, i.e., saturated Bragg gratings. By separating the two reflectors into regions over which the strain is homogeneous [see Fig. 1(b) ] and locating them in the free cantilever (G1) and in the substrate (G2), we retain the sensitivity to strain at the pivot point of the cantilever while simultaneously achieving a sharp spectral response. The alternative route to create a sharply changing spectral reflectivity (i.e., a long grating) to improve sensitivity is not appropriate as the inhomogeneous strain along the grating creates chirp and distorts the spectrum under load. This paper focuses on the optical characterization, deflection testing, and the modeling of the Fabry-Pé rot cantilever's strain response. First, the operational principle and mechanical theory relating point strain to Fabry-Pé rot phase shift is proposed. Optical characterization included preparatory work to determine the spectral shift associated with the fabrication process and the resultant Fabry-Pé rot spectra. The Fabry-Pé rot device is then subjected to a point force by means of a surface profiler and its spectra recorded as the cantilever is deflected. Benefits of a cavity versus single Bragg grating for single-wavelength intensity interrogation are discussed. The Fabry-Pé rot fringe shift from applied strain is measured, and CMT is utilized to fit to the comb's spectral characteristics with strain. The CMT produces an optical phase shift for the unstrained and strained states of the cantilever. The paper concludes with comments on the device's signal-to-noise ratio and sensitivity.
Operational Principle
Standard theory for the strain in a bending cantilever can be applied to predict the optical phase of the Fabry-Pé rot. The cantilever is assumed to be a homogenous isotropic rectangular beam, and its response to strain is related to its second moment of inertia. Standard derivation yields a simplified expression relating force to strain (1) [8] ,
where F is the force on the cantilever, l is the length of the cantilever, y is the distance of the waveguide from the neutral axis, E is Young's modulus, w is the cantilever's width, and x is the thickness of the cantilever. As will be described later in Section 3.2, we used a surface profilometer to calibrate the mechanical properties and relate to the optical response. Using appropriate values, we can calculate the expected strain for an applied force, and in the following calculation, the values for the maximum experimental deflection (described in Section 3.2) are used. The cantilever and experimental parameters are as follows: 491 N of force (F ) over a cantilever length (l) of 4.1 mm, a vertical displacement from the neutral axis (y ) of 8 m as measured from the waveguide, a Young's modulus (E ) of 80 GPa for PECVD silica [9] , a cantilever width (w ) of 73 m, and a thickness (x ) of 54 m (see Fig. 2 ). From this equation, the strain at the pivot point, which is the point of maximum strain where the cantilever joins the chip, is calculated to be 219 " (microstrain). It is useful to treat the two physical mechanisms that cause the FP fringe shift independently. The two mechanisms are the change in cavity length as the cantilever deflects downwards and the change in the refractive index of the silica waveguide due to the strain-optic effect. A linear approximation was used for strain along the length of the cantilever; the approximation was calculated from the pivot point to the end of the stylus sweep (4.1 mm along the cantilever). The length of the cavity in the cantilever affected by strain (L 0 ) was measured to be 1.8 mm. The length of the cavity (L 0 ) is the distance measured from the pivot point (i.e., the point where the cantilever becomes free from the substrate) to the middle of the Bragg grating within the cantilever, corresponding to an effective reflection point (approximated to be at the midpoint of the grating), L 0 can been seen in Fig. 4 . The location of the pivot point of the microcantilever was identified by imaging using a white light interferometer (Zemetrics Zescope). The phase change within the Fabry-Pé rot will be the integrated optical path change due to the strain along its length, under the linear assumption that the average strain applied to the Fabry-Pé rot is given by the midpoint of the cavity within the cantilever. The average applied strain ð" ave Þ for this cavity length is 172 ". The total induced optical change in phase ðÁ'Þ for a single round trip caused by this strain is given by (2) [10] , 
IEEE Photonics Journal Photonic Microcantilevers
where Á' is the phase difference, n eff is the effective refractive index of the waveguide, o is the central wavelength of the comb, p ij is the strain-optic tensor, is Poisson's ratio, L 0 is the length of the cavity affected by strain, and " ave is the average induced strain. With a n eff of 1.448, o is taken as $1550.4 nm from Fig. 5 , taking the values for PECVD silica of p 11 of 0.121, p 12 of 0.270, of 0.2 [9] , a value for L 0 of 1.8 mm, and strain " ave of 172 ". This yields a predicted Á' of 1.42 radians. This theoretical prediction will be compared in Section 3.3 with experimental spectral data, where CMT is used to relate the observed Fabry-Pé rot fringe shift.
Experimental Results

Fabry-Pé rot Germanosilicate Glass Microcantilever Fabrication
Prior work by our group has reported the fabrication and characterization of an integrated microcantilever making use of a single Bragg grating; similar fabrication techniques have been used here. The basic glass microcantilever fabrication route is to physically micromachine, using a dicing saw, two grooves into flame hydrolysis deposition (FHD) silica-on-silicon multilayer wafers through to the underlying silicon [see Fig. 1(b) ], predefining the dimensions (length and width) of the cantilevers. Direct UV writing is used to create the waveguides and Bragg gratings into a silica ridge. The singlemode channel waveguides at 1550 nm have a n eff of 1.448, a width of 6 m defined by the UV laser spot size, and a height of 6.8 m as defined by the planar layer of the substrate [11] , [12] . Bragg gratings are inscribed using two beam interference and with amplitude modulation of the UV laser beam, simultaneously with waveguide definition. Index contrasts of 0.001 are typically achieved, and Gaussian apodization is implemented with amplitude modulation in a Gaussian intensity; this suppresses the sidelobes of a uniform Bragg grating. After which, the microcantilevers are released from the silicon substrate with potassium hydroxide etchant (KOH) [7] .
In our device, the Bragg gratings making the Fabry-Pé rot are located within the cantilever (G1) and the bulk chip (G2), as shown in Fig. 1(b) . We have found experimentally that G1 experiences a central Bragg wavelength shift of 1.77 nm for the TE polarization after the KOH etching process. The spectral shift of the Bragg grating residing in the cantilever results from the release of compressive stress as a consequence of high consolidation temperatures ð$ 1200 CÞ used in FHD and the mismatch in thermal expansion coefficients between the silica and silicon. To ensure the reflection bands of the two gratings should (approximately) overlap, the shift was empirically found for the particular wafer. The spectral shift was found by creating a device with three 1-mm Gaussian-apodized gratings, two residing within the cantilever and one within the chip. The reflection spectra were collected before and after wet etching with KOH, as shown in Fig. 3 ; a broadband source, circulator, polarizer, and an optical spectrum analyzer (OSA) were used for spectra collection. The TE reflection spectra data show an average spectral shift in central wavelength of 1.77 nm.
Knowing the expected wavelength shift, a new substrate containing micromachined grooves was used to fabricate a Fabry-Pé rot device with the Bragg grating in the cantilever (G1) spectrally Fig. 3 . Reflection spectra of the three 1-mm Gaussian-apodized Bragg gratings before and after wet etching, TE polarization. The Bragg grating centered at 1550 nm is in the bulk chip, and the other two are located within the cantilever.
shifted by À1.77 nm compared with that in the bulk (G2). This ensured spectral overlap of the two gratings after etching. The schematic of this Fabry-Pé rot cantilever structure is shown in Fig. 4 . As can be seen in Fig. 4 , only G1 and the space between the gratings will be sensitive to strain; G2 will be insensitive to strain by being placed in the chip. Fig. 4 shows the location and initial wavelengths of the Bragg gratings before etching, the G1 (red) and G2 (yellow) gratings forming the Fabry-Pé rot after cantilever release. The microcantilever is formed between the pair of micromachined grooves (black areas). To minimize optical backscatter and improve return loss, the MOMS device had an input facet diced to 8 ; this ensures any Fresnel reflections are reflected away from the waveguide. To further reduce return loss, the waveguide in the cantilever was also terminated 1.5 mm from the end to allow light to diffuse into the planar layer and reduces back-reflection from the cantilever facet. To optically characterize the Fabry-Pé rot microcantilever, the reflection spectra were collected using a broadband source, OSA, circulator, and polarizer such that TE and TM transmission spectra could be individually interrogated. The spectra were taken before and after wet etching of the device, as shown in Fig. 5 . The figure shows the initial spectral separation of the two cavity gratings and after etching the creation of the Fabry-Pé rot cavity featuring sharp resonance fringes. Fig. 1(b) . (Below) Photograph of the actual device coupled with a polarizing maintaining fiber and pigtail; transparent UV-cured gluing is used for adhesion.
Mechanical Characterization
To explore the overall effect of applied force to the cantilever, a surface profiling technique was used to interrogate the Fabry-Pé rot cantilever [13] . A KLA Tencor P16 stylus profiler was used to apply a point force at positions ranging from the start of the cantilever to 4.1 mm along its length. The stylus profiler scan was limited to the first 4.1 mm of the 5-mm cantilever because of the limited vertical scan range of the stylus profiler. The stylus load was 491 N, and this force was applied to the cantilever (see Fig. 6 ) and then raster scanned six times, moving laterally over the waveguide in 1-m steps. A raster scan technique was used to ensure that the applied force about the pivot point had a negligible component of torsional strain. While the profiler was applying the linear strain, simultaneous reflection spectra were collected from the device using a broadband source, OSA, circulator, and polarizer set for TE. Below, a schematic is shown of the stylus progress along the cantilever.
Compared with our previous work with a single grating, the Fabry-Pé rot offers sharper spectral features with greater spectral intensity/wavelength gradients and should give better sensitivity to strain. To investigate this benefit, the model and spectra reported in [7] were used, and the intensity changes due to strain were calculated. A 1-mm Gaussian-apodized Bragg grating was modeled at the point of highest strain and employed an identical cantilever geometry (i.e., same thickness, length, applied force, etc.) as the new Fabry-Pé rot device and thus offers a reasonable comparison. This model provided both the Bragg central wavelength shift and the maximum intensity change at a single wavelength, thereby simulating the response of a fixed wavelength laser interrogation system. Comparison of the responses was undertaken for a strain of 8 ", which is equivalent to 23 N of applied point load 4.1 mm along the cantilever length. The modeled shift for this force for a single Bragg grating was 11.0 pm compared with a measured shift of 10.7 pm for our new Fabry-Pé rot device. Thus, both devices show similar spectral change. To simulate intensity-based interrogation, a single wavelength was monitored at a point of highest gradient for both the Fabry-Pé rot comb and single Bragg grating systems, and the relative intensity changes were determined. However, even though the wavelength shift was comparable for the cavity device, there was a factor of 11 times improvement in the intensity modulation compared with that of the single Bragg grating device. This 11-fold improvement can be attributed to the sharpness of the Fabry-Pé rot fringes compared with a simple Bragg grating giving much greater intensity modulation even though the spectral shift is comparable. The fitting of the Fabry-Pé rot comb shift with applied point force using CMT is discussed below.
CMT Fitting
CMT [14] was utilized to fit the comb and infer how the phase between the Bragg gratings, forming the Fabry-Pé rot, changed with applied stylus force. CMT was used as it can encompass several Bragg grating and Fabry-Pé rot parameters such as chirp and Fabry-Pé rot spectral overlap, which are difficult to express analytically. The unstrained Fabry-Pé rot spectra were fitted using CMT, as shown in Fig. 7 . The Bragg gratings were modeled with Gaussian apodization, while a Nelder-Mead simplex search method [15] was used to optimize several of the Bragg grating parameters.
The fitted parameters included: modulation depth of the effective waveguide refractive index ðÁn eff Þ, the spectral mismatch in Bragg grating central wavelength of the two gratings making up the Fabry-Pé rot ðÞ, the phase between them equivalent to the optical path length difference ðÈÞ, the linear chirp of the cantilever Bragg grating (F ), and an amplitude offset (C). An effective refractive index of 1.448 for the waveguide was used, and a 535-nm grating period was used for the grating in the bulk as measured from Fig. 5 . For the unstrained condition, the Bragg gratings had the following parameters:
À6 nm/cm, and C ¼ 1:35 Â 10 À3 . Using the same grating parameters as for the unstrained Fabry-Pé rot, except for phase, the progressive increase in phase with profiler deflection was fitted, resulting in a new total phase ðÈÞ of 6.41 radians with a load applied at 4.1 mm. Thus, the shift between the initial starting phase (2.70 radians) to the maximum value (6.41 radians) is 3.71 radians. This should be compared with our predicted phase shift (from Section 2) of only 1.42 radians. This discrepancy will be discussed in the next section. To convert from the modeled parameter phase difference ðÁ'Þ to the fitted phase parameter ðÈÞ, the initial phase of the Fabry-Pé rot (2.70) must be added to Á'. Fig. 8 shows the dependence of the Fabry-Pé rot phase shift, inferred from CMT, as a function of stylus position on the microcantilever. The trend shows a progressive increase in phase of the Fabry-Pé rot; the change in phase ðÈÞ between the unstrained and strained Fabry-Pé rot was 3.71 radians. 
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Photonic Microcantilevers The 1.42 radians phase ðÈÞ calculated by the mechanical theory (see Section 2) and the 3.71 radians from the CMT fitted experimental data therefore disagree by a factor of $2.6. There are two mechanisms that may explain this discrepancy. The first is that our calculation assumes only small deflection, and so only predicts the initial linear deflection character, while the second is that the deflection is likely to be nonlinear for greater deflections plus is affected by both the residual stress in the glass laminate and our model ignores the complex bending at the pivot point of the cantilever where the geometry is more complicated. It is possible to use the mechanical model to predict an initial slope for the response; this is shown in Fig. 8 (dashed line) , and it is clear that the initial gradient is very similar. Thus, we attribute our discrepancy to the nonlinear nature of the bending. There is also a discrepancy in the phase for small deflections; we believe this could be attributed to errors in the mechanical properties of the germanosilicate glass, i.e., Young's modulus, strain-optic tensor, and Poisson's ratio. To quantify the minimum resolvable force, the signal-to-noise ratio of the device and interrogation equipment was examined. Unstrained Fabry-Pé rot cantilever spectra were measured, and a single fringe from these data was fitted via a simple inverted Gaussian function to observe phase noise, via monitoring the central wavelength jitter of the inverted Gaussian function. The stylus profiler data were used to provide force calibration of the particular fringe observed. Based on recorded data, the resultant standard deviation of the detected wavelength shifts (due to random experimental noise) indicates that forces as small as 264 nN are potentially resolvable, which would correspond to a mass of 27 ng applied at the 4.1-mm point on the cantilever. A commonly used metric of sensitivity for grating-based actuators is wavelength shift per unit applied force. For the system presented here, the sensitivity is 330 nm/N, over 20 times more sensitive than a similar MEMS Bragg grating device albeit [16] one containing a structure featuring both ends fixed and thus offering potential for higher frequency performance. Additionally, our new structure is orders of magnitude more sensitive in terms of spectral shift per applied force than a fiber Bragg-gratingbased sensor [17] although does not offer the reconfigurable inertial mass of this other work.
Conclusion
We have demonstrated, to our knowledge, the first MOMS device with a Bragg grating Fabry-Pé rot interferometer contained within an integrated glass microcantilever. To fabricate the device, a spectral compensation technique was used to overcome stress artifacts and ensure correct spectral overlap of two strong Bragg gratings and thus achieve Fabry-Pé rot interference. CMT allowed fitting of the spectra and allows full consideration of the strong nature of the Bragg gratings. A mechanical model using appropriate bending theory and strain-optic factors allows a prediction of the expected phase shift in the Fabry-Pé rot response under load. To confirm the validity of the model, experiments were undertaken to investigate the optical response and compare it to mechanical measurements made using a commercial stylus profiler. The actual cantilever showed greater phase shift than our simple predicted, and we attribute this to nonlinear bending at larger deflections. The finesse of the Fabry-Pé rot yields a factor of 11 improvement for an intensity-based measurement compared with a similar device utilizing a single Gaussian-apodized Bragg grating. A maximum phase shift of the Fabry-Pé rot interferometer (3.71 radians) was recorded for a 491-N applied force at the end of the cantilever. Data analysis also showed the smallest resolvable force of the device is 264 nN with a wavelength shift force sensitivity of 330 nm/N, an order of magnitude larger than previously reported, and demonstrating clearly the benefits of using a Fabry-Pé rot structure.
